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SUMMARY OF NOVEMBER WATER QUALITY SAMPLING 

Sampling for November 2016 occurred on the sixteenth and was considered a typical base flow 
collection.  Discharge measurements were not collected this month due to low water levels. All 
sites were at or near stage levels where greater than five discharge measurements have been 
collected this year, or the streams were not flowing or disconnected. Water quality 
measurements were made at the ten designated monitoring stations with the exception of LT-1, 
which was completely dry up and downstream of the station location. All water level gages were 
operational for the month with the exception of CC-1 and LRC-1. CC-1 had not been recording 
data as expected, so the equipment was shipped back to the manufacturer for repair and will be 
reinstalled at the site location this week. The replacement equipment for LRC-1 arrived last 
week and will be installed within the next few days. In the week following collection, it was 
discovered that the membrane in the DI machine needed to be replaced. This malfunction 
caused the DI blank samples to have a slightly elevated TP level and a high TKN level.  The 
issue has been fixed, and is an isolated incident with the deionized water and not the equipment 
used for sampling, since equipment is not reused at the sampling locations. Mesonet data for 
Norman shows a total of 0.48 inches of rainfall for the month of November with no precipitation 
in the 72 hours proceeding or following the sampling event. 
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Figure 1 Monitoring Station Map



 

Table 1 Field Data Form 

 

Station Date Time Field Crew Temp C° DO mg/L SpC µS pH Turb (NTU)

cc-1 11/16/2016 9:30 sd 11.1 10.3 806.0 7.8 23.0

tg-1 11/16/2016 15:30 sd N/A N/A N/A N/A N/A

udb-1 11/16/2016 8:42 sd 10.6 2.5 1193.0 7.2 5.0

jb-1 11/16/2016 10:31 sd 10.5 9.5 757.0 7.8 9.0

ldb-1 11/16/2016 11:09 sd 12.5 6.8 1014.0 8.1 23.0

lt-1 11/16/2016 N/A sd N/A N/A N/A N/A N/A

lrc-1 11/16/2016 11:54 sd 11.1 5.8 956.0 7.5 19.0

urc-2 11/16/2016 12:26 sd 13.1 5.6 930.0 7.3 9.0

wc-1 11/16/2016 12:57 sd 12.0 6.7 916.0 7.6 8.0

te-1 11/16/2016 13:22 sd 14.1 8.3 1101.0 7.8 14.0

tg-1 11/16/2016 14:10 sd 13.7 7.8 878.0 7.6 4.0

barely f low ing ds
no visible f low . Barely connnnected to us pool. 

Sampled in ds run

completely dry upstream. Very small scummy pool 

isolated on ds. Staff gage/bubbler out of w ater
debris on ds causing w ater level to be artif icially 

higher

barely f low ing/connected.
barely connected/f low ing under bridge. Collected 

on ds

barely connected/f low ing on ds
debris under bridge causing w ater to have pool-like 

conditions us

QA 33

Field Data Form

Field Measurement Record Reviewed By:______JM_________________________

Notes



 

Table 2 Laboratory Analysis Summary 

 
 
 
 
 
 
 
 
 
 
 
 
 

 

SITE NAME QA CODE TKN NITRATE/NITRITE TP TSS

TG-1 10 0.26 0.067 0.068 3.50

CC-1 12 0.351 0.105 0.035 5.50

CC-1 22 0.309 0.105 0.037 7.70

JB-1 10 1.48 <0.050 0.042 7.0

UDB-1 10 0.296 <0.050 0.200 <2.50

LDB-1 10 0.204 <0.050 0.049 13.6

LRC-1 10 0.327 <0.050 0.046 14.2

URC-2 10 0.385 <0.050 0.106 10.0

WC-1 10 0.292 <0.050 0.052 2.90

TE-1 10 0.332 <0.050 0.026 4.30

TG-1 33 0.353 <0.050 0.007 <2.50

LT-1 10 N/A N/A N/A N/A



 

Figure 2 Monthly Hydrograph JB-1 

 

 

Figure 3 Monthly Hydrograph LDB-1 

 
 

 

Figure 4 Monthly Hydrograph LT-1 

 

 



 

Figure 5 Monthly Hydrograph TE-1 

 
 

 

Figure 6 Monthly Hydrograph TG-1 

 
 

 

Figure 7 Monthly Hydrograph UDB-1 

 

 



 

Figure 8 Monthly Hydrograph URC-2 

 

 

Figure 9 Monthly Hydrograph WC-1 

 

 
 



 

Figure 10 Mesonet Data 


